December 1964 


Brief 64- 10209 



This NASA Tech Brief is issued by the Technology Utilization Division to acquaint 
industry with the technical content of an innovation derived from the space program. 




Raster Linearity of Video Cameras Calibrated with Precision Tester 
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The problem: In certain vidicon television camera 
tubes designed for taking high-resolution pictures in 
space, the maximum permissible raster linearity error 
is ±0.5%. Calibration of the raster linearity to this 
degree cannot be accomplished with conventional in- 
strumentation. 

The solution: A method was devised that measures 
the time between transitions in the camera video out- 
put as registered at reticle marks on the vidicon face- 
plate. 

How it's done: A flat white field is used as the 
input image to the vidicon being calibrated. For hori- 
zontal linearity measurement, a portion of a prese- 
lected line of video is gated to a time-interval counter. 
As the vidicon beam passes the vertical reticle line, a 
pulse appears in the video rising toward black. As the 



beam traverses the second reticle line, a similar pulse 
is generated. The time-interval counter measures the 
time interval between this pair of pulses. The reticle 
geometry is oriented parallel to the direction of sweep. 
For vertical linearity measurement, a much shorter 
portion of a number of horizontal raster lines is se- 
lected. Ideally, a black pulse is generated for only 
those lines of video that traverse the horizontal por- 
tion of the desired pair of reticles and only during the 
sample period. Input A is generated by the one shot 
flip-flop A, set to provide the proper gate pulse time 
(approximately equal to one fourth of a TV line time). 
The trigger is derived from delayed horizontal sync. 
Input B is generated by the one shot flip-flop B, set to 
provide the proper gate pulse time (equal to one hori- 
zontal line time). The trigger is supplied by the preset 
counter output. 
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This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States Govern- 
ment, nor NASA, nor any person acting on behalf of NASA: A. Makes 
any warranty or representation, express or implied, with respect to the 
accuracy, completeness, or usefulness of the information contained in 


this document, or that the use of any information, apparatus, method, 
or process disclosed in this document may not infringe privately-owned 
rights; or B. Assumes any liabilities with respect to the use of, or for 
damages resulting from the use of, any information, apparatus, method, 
or process disclosed in this document. 






Notes: 

1. The tester can be used in conjunction with a cam- 
era and oscilloscope in making calibration meas- 
urements of gray-scale response, resolution re- 
sponse, and shading. 

2. The tester has been successfully used in routine 
calibration and testing of the advanced vidicon 
camera system (AVCS) of the Nimbus satellite. 


3. Inquiries concerning this innovation may be di- 
rected to: 

Technology Utilization Officer 
Goddard Space Flight Center 
Greenbelt, Maryland, 20771 
Reference: B64- 10209 

Patent status: NASA encourages commercial use 
of this innovation. No patent action is contemplated. 

Source: Radio Corporation of America 
under contract to Goddard 
Space Flight Center 
(GSFC-200) 
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